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bulky  expensive  external  pumps  that  defy  the  purpose  of  microfabrication.  By 
integrating  a micropump  into  the  device,  it  allows  the  system  to  be  transportable, 
reliable, energy efficient and  inexpensive. Such a microsystem built on a chip has been 
designed  to  study  separation  by  dielectrophoretic  chromatography. Nanobeads were 
successfully  separated  and  used  separately  to measure  fluid  velocity  and  study  the 
electroosmosis effect. Cell or beads of different type can be trapped in this system.  
  This  system  encompasses  a  solid‐state  AC  electroosmotic  pump  for  the 
manipulation of liquid‐containing cells or molecules. AC Electroosmosis is the movement 
of  induced  charges over  polarised  electrodes  created by  a non‐uniform  electric  field. 
The charges undergo Coulomb forces and drag the fluid with their motion.  This results 
in bulk  flow over  the electrodes. This micro pump  is used  in a LOC. by  fabricating  the 
pump on two sides of a microfluidic channel. 





  Several  approaches  have  been  investigated,  in  particular  by  enclosing  the 
droplet between two slides  in order to  increase the change of contact angle under the 
presence of polarised  electrodes.  This  system  is  known  as  EWOD  (ElectroWetting On 
Dielectric).  It follows the approach of modified Lippmann  laws and the modification of 
the  apparent  contact  angle  and  therefore  the  motion  of  the  droplet.    The  lid  is 
somewhat  a  problem  and  the possibility  of  using  liquid  dielectrophoresis  to  create  a 
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see  obvious  technological  revolutions. We  can  fail  to  consider  that  the most  simple 
advances into applied areas can modify for instance our ways of communicating but also 





prize  in 1962.  Incredibly we were very quick on  filling up the gap at the bottom which 
saw to advent of microelectronics and its scale reducing acronyms such as VLSI and ULSI. 
  The  famous Moore’s  law  [1]  states  that  transistor  integration doubles 
every year, which so far as been respected. Nevertheless this is only possible due to the 
advanced  possibilities  of  optical  lithography,  and  today  its  relative  of  electron  beam 
lithography. That allows us  to create 2D structures  to create a pattern on a  substrate 
with the desired material to be etched or deposited down to the nanometer scale. This 
is at the heart of the microelectronic revolution.  
  Although  these  techniques  are  very  useful  in  microelectronics  they  have 
inherent drawbacks especially since using light it is limited to its diffraction aperture. In 
the realm of mechanics, micromechanics lagged behind microelectronics and if the first 
micromechanical  system  was  a  pressure  sensor  it  is  hardly  a  complex  mechanical 
system.  Other micro mechanical  systems  followed  with  a  diverse  range  of  success, 
nevertheless the industry was slow to adopt this micromechanical system later on called 






still  a  challenge  to produce.  The heavy use of  fast  etching  techniques  and  intelligent 








are the proof of  feasibility  for  integrating several stages on a chip of what  is normally 
achieved at a  lab scale. Tissue pre‐treatment,  integrated  fluid  treatment, cleaning and 
chemical monitoring downscale to a chip size. The BioMEMs is born. There are two main 
types of  such devices, one  in vivo and  the other  in vitro. Although  the  in vivo  system 
offers some fantastic opportunity we will limit out discussion to in vitro system.  
  The progress made in genomics lead to the human genome project [4, 5] which 
in  turn  created  a demand  for new  tools  to perform  routine  analysis  faster  and more 
accurately. It is within this scope that instruments such as capillary electrophoresis and 
DNA micro arrays were developed. This is also a turn into a more biological approach to 
Lab On Chip  (LOC) applications  [4‐7], where  tools are developed with only one aim‐to 





to  the  female  hormonal  cycle.  Each  of  these  cell  types  have  an  influence  on  the 
hormone cycle but are difficult to tell apart. Therefore isolating the population and the 
cell presents an obvious advantage for the biologist [8]. 
  The  isolation and manipulation of  cells  can also be applied  for diagnostic and 





  The manipulation of  cells was  for  long  time  the domain of micro  clamps  and 
pipette [12]. Direct mechanical contact has consequences on the cell surface which can 
result  in damaging  the  surface and perturbation of  the  interaction of  the  cell  surface 
with  its  environment.  Alternative  cell  manipulation  techniques  would  therefore  be 
desirable,  and  if  these  could  also  facilitate  cell  sorting  and  diagnosis  a  powerful  tool 
would result.  
  Electric  fields  are  easy  to  produce  thanks  to  the  coplanar  fabrication  of 




cells  on  its  surface[13].  It  uses  intense  electrical  fields  to  attract  and  a  trap  cells  on 
prefabricated pits. The aim  is  to obtain a surface  to be  inspected by an AFM and also 
fabricating a tool to discriminate cells at  its surface. Nevertheless the system  is simple 




techniques mentioned earlier  [14].  Its  aim  is  to  isolate particular  cells  as well  as  rare 
cells  (less  than  1%)  from  heterogeneous  cell  suspensions  on  a  textured  or 
microfabricated surfaces.  It  is useful for a variety of clinical and biological applications. 




is being used  to  study  and  isolate  a particular  cell  type, namely  gonadotroph  for  the 
study  of  FSH  and  LSH  (Follicle  Stimulating  Hormone  and  Luteinizing  Stimulating 
Hormone) [13, 15]. 
  The  current protocol  for manipulating  the  cells  and displacing  them onto  the 
surface  is crude and  lacks  control. Namely,  the cells  in  suspension are brought  to  the 
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  This thesis proposed to  investigate technological means to  improve the control 
of cells or particles in colloids for integration into future generation of the Biochip. It has 
the aim to manipulate precisely the liquid that contains the colloid to move the targets 
to particular  locations at  the surface of  the chip. The optimal goal  is  to  isolate  from a 
colloid population one individual and transport it to a predestined location on the chip. 






a  liquid  media.  The  systems  investigated  are  microfabricated  using  the  relevant 
techniques described  later on. Chapter One  introduces  the historical background  and 




also  describes  the  devices  created  and  the  technique.  Chapter  Five  describes  the 








acclaimed  as  an  overview  of  actual  knowledge  on  biological  cell  started  with  these 
words  :  “There  is  a  paradox  in  the  growth  of  scientific  knowledge.  As  information 
accumulates in ever more intimidating quantities, disconnected facts and impenetrable 
mysteries give way to rational explanations, and simplicity emerges from chaos”. 
This  book  now  has  1500  pages  and  is  on  its  4th  edition;  its  only  goal  is  to 
describe  to  the  reader  the  inner mechanism of  cells.  It  is daunting  to  appreciate  the 
wide knowledge necessary in order to cross the border of different science realms. It is 
here  that  we  try  to  understand  the  basics  of  cell  biology  for  us  to  identify  cell 
characteristics  to  use  on microfabricated  devices  and/or  the  characteristics  that may 
assist us to electrically manipulate the cells in these devices. 
2.1. Cells features 
They  are  between  10  and  100 million  living  species  on  Earth  today.  They  all 
reproduce  faithfully and spawn progeny that are  largely  identical to their parents. The 
parent  organisms  transmit  the  information  and  specify  in  extraordinary  detail  the 
characteristics  that  their  offspring  should  have.  This  phenomenon  of  hereditary 
transmission  is a central part of the definition of  life. This central process  to  life takes 
place,  the  simplest  form  of  which  is  mitosis,  the  simple  replication  observed  in 
prokaryotic organisms but  also  in  eukaryotic  systems  for  growth  and  repair  of multi‐






contained  within  the  cell membrane.  They  are  also  the most  biochemically  diverse 
organisms as they obtain all their energy and nutrients from inorganic chemical sources. 
They are also characterised by holding only one  chromosome which  contains 1000  to 
4000 genes. Bacteria fall under this definition together with archaea. Many of the genes 
within a  single organism show  strong  resemblance  implying  that  they originated  from 
the same ancestral gene through gene duplication and divergence. Homologie are also 
clear when compared between different species. Some of these genes can be observe 
amongst  the  three domains of  the  living world  (bacteria, archea, and eukaryote). The 
simplicity of their lack of internal structure, in bacteria such as E‐coli, make them prime 
candidates  for  single‐cell  study and  cell manipulations.  It  is also, as we will  see  later, 
ideal  to organize  research based on  the  complexity of  the cell  (Electric  field  response 
varies with the frequency and the internal component of a cell). 
2.1.2. Eukaryotes 
By  definition  and  contrary  to  prokaryotic  cells,  these  conserve  their  DNA 
material  contained  in  the  nucleus  separated  from  the  cytoplasm  by  the  nuclear 
envelope. Eukaryotes cells are in general 10 times larger in linear length and 1000 times 
in volume than prokaryotes but they have complex features like cytoskeletons – systems 
of girders,  ropes and motors  that gives  the  cell mechanical  strength and  in particular 
allows  it  control  its  shape.  This  has  several  consequences  for  this  research:  most 











  Blood contains a variety of cell  types, each with a different physiological  role. 
The  three  major  species  are  red  blood  cells  (RBCs),  white  blood  cells  (WBCs)  and 
platelets, which are all suspended in a protein rich fluid call plasma. Plasma is 90% water 
and  constitute55  %  of  the  volume  of  blood.  Plasma  contains  various  proteins  like 
albumin, fibrinogen and other clotting protein. 
Red blood cells (erythorcytes) 






These  are  part  of  the  immune  system  and  protect  the  body  from  foreign 
substances  like  pathogen  bacteria,  fungui  and  viruses.  Most  of  the WBCs  are  also 










cells,  if  isolated,  could  be  used  to  determine  the  likely  prognosis  and  early  decision 
making  about  the  type  and  aggressiveness  of  treatment.  High  dose  chemotherapy 
treatments  destroy  the  haematopoietic  system.  It  is  generally  followed  by  autologus 
bone marrow transplantation to restore the patient’s blood cell production. In order to 
avoid the possibility of the re‐infusion of the contaminated tumour cells back  into the 






  We  describe  here  the  existing  methods  of  cell  separation,  control  and 
identification. This is to introduce method and apparatus commonly used but also some 
potential for miniaturisation. There are a plethora of cell separation techniques but only 
two  exhibit  some  industrial  needs  mostly  required  by  laboratories  and  medical 




not  only  the  ability  to  acquire  a  range  of  data  on  sub  cell  populations,  but  also  to 




by one  through an orifice  (Figure 2‐1). The change  in  impedance as  the particles pass 
through  the  holes  is  dependent of  the  size  of  the particles  this  technique  is  used  to 









be either  sorters or analysers. The principle  is  shown  in Figure 2‐2 Antibodies  tagged 
with  a  fluorochrome  are  attached  to  the  cells;  these  fluorescent  labels  allow  the 
identification  of  particular  cell  type.  The  particles  in  suspension  are  inserted  into  a 
pumping system that injects them into a jet formation for droplet generation. A fluid jet 
with  periodic  disturbance  is  yielded  with  droplets  that  contain  the  desired  colloid 
(segregated by the optical stage) which  is charged charge  for  later deviation. The cells 
are excited by a  light source  (laser or other) and the collection  is made either directly 
opposite  to  light  source  (forward  scatter  FSC) or normal  to  the direction of  the  light 






  In  principle  MACS  (Figure  2‐3)  is  very  similar  to  FACS.  Cells  are  tagged  by 
antibodies  that  carry  magnetic  matrices,  generally  nanoparticles.  Again  specific 
antibodies  target  the  cell  type  of  interest  and  after  incubation  the  cells  are  passed 
through a separation column bathed in a strong magnetic field; the magnetically labeled 






their  composition  can  be  biocompatible  (polysaccharide  and  iron  oxide)  and  do  not 
activate cells or other metabolism contrary to fluorescent and radioactive markers. Thus 
cells with their tags can be immediately used in other assays. MACS has been used for 1 




numerous  immune  system  disorders  including  immunodficiencies  and 
lymphoma/leukaemia  [26‐28]. Furthermore,  the measurement of  the  levels of specific 
white blood  cells  via  discriminatory markers  is  now  routinely  used  in monitoring  the 
success  of  drug  therapy  in  several  diseases  including  HIV/AIDS  [29,  30].  Indeed,  the 
measurement  of  CD4+  T  lymphocyte  counts  by  flow  cytometry  is  presently  the  gold 
standard for the monitoring of patients receiving antiretroviral treatment [30]. 
  These  cell  separation  techniques  represent  the majority  of  both  sorting  and 
separating cells. FACS systems can use more parameters to segregate cell than MACS. 











the  rapid  flow of water  inside  the membrane  ‐ note here  that  similar method can be 
taken to ‘inflate’ the bi‐concave erythrocyte to create spherical red blood cell with the 
membrane stressed to create ghost erythrocytes  [31]. Density gradient separation can 




blood  cells  are  the  densest  where  are  plasma  is  the  lightest,  therefore  in  a  fixed 
container  red blood cells would  sediment and  leukocytes will  float  in  the middle with 
the plasma above. Based on this all cells can be separated based on continuous gradient 
density.  The  commonly  used  is  ficoll  (high molecular weight  sugar) which  is  used  to 
adjust the density.  
  This  is  far  from being exhaustive and other method exists with diverse results. 
Nevertheless  these  methods  describe  physical  methods  for  separation  but  it  is 
necessary to label these cells in many of those. 
2.4. Other relevant issues 
  Today  the separation and  identification of  rare cells  is more crucial  than ever. 
Not only because of what we already mentioned but because new treatment and new 
research have a high demand for such methods in developed countries, and is a method 
for  rapid  diagnosis  in  underdeveloped  countries  where  the  need  for  accurate 
inexpensive  robust  test method  is  paramount  to  derail  pandemics  like malaria  (1‐5 
millions death a year according to the WHO) and AIDS (3 million death a year 65% of the 
34 million people infected with AIDS leave in sub‐Saharan Africa ).  
Flow cytometry  is not a  transportable  tool, and  far  from  robust;  it also needs 
highly qualified and trained operators. The step of binding a marker to a target cell adds 
  13
to  the complexity of the system and also  the cost. For  the point‐of‐care paradigm  the 
existing systems of diagnosis are not performing as they should and reduced cost could 
be obtained by  integrating  these  system onto a chip. Several options exist and  in our 





as  a  conductor  and  the  other  as  a  dielectric.  The  response  of  this material  can  be 
monitored by observing  the  force,  field,  current and potential  resulting on  this body. 
This concept is interesting for particles and fluid since an electric field will interact with 
them within a certain distance. We will see  later in Chapter 3 how these fields  interact 
with particles. Dielectrophoresis  (DEP) was  first applied to bioparticles by Pohl  [32].  In 
brief, when a cell  is suspended  in an electrolyte solution and subjected  to an external 
electric field it will polarise by the disturbance of the charge [23] distribution around the 
cell.  As  we  will  see  later  the  non  uniformity  of  the  electric  field  translates  by  a 
ponderomotive force that varies in sign and intensity with the frequency of the applied 








to  segregate  colloids.  These  systems  have  all  the  characteristics  necessary  to  be 
downsized  using  moden  microfabrication  technique  and  electric  field  as  the  micro 
manipulating  tools.  The  next  chapter will  investigate  the  interaction  of  electric  fields 








as well as  the  colloids  [32, 33].  In a  system where  colloids are  suspended  in a media 
where  a  controlled  electric  field  exists,  the  system  is  subjected  to  a  variety  of 
deterministic  forces which we can  control as well as  stochastic  forces  that we cannot 
influence. 
  The  two  major  electrical  forces  that  exist  are  electrophoresis  (EP)  and 
dielectrophoresis (DEP). EP occurs due to the action of the electric fields on the fixed net 
charge  of  the  particles whilst  DEP  occurs when  there  are  induced  charges  and  only 
results in a motion in non uniform fields (DC or AC). 
  This chapter presents the theory behind the polarisation of dielectric materials, 
along  with  description  of  AC  and  DC  electrokinetic  phenomena  arising  from  the 
interaction of an applied non uniform field and such polarisations. It also derives these 






of  this external electric  field.  Ideal dielectrics possess no  free  charge  carriers, with all 
charges being strongly bound to the atoms or molecules of the dielectric material. Upon 
the  application  of  an  electric  field  these  bound  charges  can  only  be  forced  to move 
slightly,  with  the  positive  charges  moving  one  direction  and  the  negative  charges 




















field  causes  the  nucleus  and  electrons  of  an  atom  to  experience  oppositely  directed 
forces. The electron orbitals are distorted  in such a way that their average position no 







Atomic polarisation occurs as a  result of  the displacement of differently  charged  ions 
within  a  material,  and  can  contribute  greatly  to  the  total  polarisation  in  inorganic 
compounds. This mechanism only makes a small contribution to the total polarization in 




Orientational  polarisation  only  occurs  in  polar  molecules,  i.e.  those  molecules  that 
contain  permanent  dipoles  in  their  chemical  structure.  The  permanent  molecular 
dipoles  in these materials are  free to rotate about their axis of symmetry and to align 
with an applied electric  field. Orientational polarisation  is  temperature dependent. As 
the temperature of the material  is  increased so the thermal agitation of the molecules 
within the material increases, this results in a reduction in the level of polarisation of the 
material.  This  reduction  is  due  to  the  increased  random movement  and  consequent 
disordering of the orientation of the molecules in the material. 
 
  As  just  described,  dipole  reorientation  is  typically  the  slowest  polarisation 
mechanism  in  a  homogeneous  dielectric  and  is  usually  the  first  polarisation  term  to 
disappear  as  the  frequency  of  the  field  is  increased.  The  atomic  and  electronic 
polarisation  processes  have  relaxation  frequencies  high  enough  such  that  their 
contribution  to  the  total  polarisation  is  unaffected  by  the  angular  frequency  of  the 














  When  a  heterogeneous  system  is  subjected  to  an  applied  electric  field  it 
generally  shows  frequency  dependent  dielectric  and  conductive  properties  that  are 
different  to  those  of  the  constituent  parts. Heterogeneous  systems  therefore  exhibit 
further dispersions due to  interfacial phenomenon; these are  in addition to the above‐
mentioned  polarisation  processes  and  are  known  as  Maxwell‐Wagner  interfacial 












  The  frequency, at which  the  relaxation due  to  the Maxwell‐Wagner  interfacial 
polarisation  occurs,  depends  on  the  nature  of  the  interface.  Figure  3‐2  shows  the 
variation  in  the  real  ε’  and  imaginary  ε’’ parts of  the  complex permittivity  ( *ε   is  the 
complex permittivity given by  ]j[0






  The overall  effect of  each of  these polarisation processes  (electronic,  atomic, 
orientational,  interfacial)  is  to  produce  a  number  of  dispersions  and  in  the  dielectric 
permittivity of the system. 
  As  the  applied  field  frequency  is  increased  from  the  steady  state,  the 
permittivity changes from the static field value εω→0, to the high frequency value εω →∞ 
equal  to  1.  At  the  optical  end  of  the  frequency  spectrum  the  electronic  and  atomic 






  The simple two  layer system can be modelled as a pair of capacitors  in series. 
Assuming  that  σ2  is  negligibly  small  (and  that  σ1  is  not),  and  that  ε1,  ε2  and  σ1  are 





























































+=∞→ .          (7) 
If there is a difference between ε1 and ε2 the system will exhibit a dielectric dispersion. 
3.3.1. Two layer system: complete analysis 
A  fuller analysis of  the  two‐layer system  [17]  (i.e. not  taking σ2  to be negligibly small, 
and  assuming  that  ε1,  ε2  and  σ1  are  frequency  dependent)  demonstrates  that  the 































































+= .          (13) 
 
  This  two  layer  system  gives  us  the  trend  of  a mix  of materials  for  a  range 
frequency, such as in a two shell model of a cell; we can derive the dielectric response of 




  As  described  in  section  3.2.5, when  an  electric  field  is  applied,  the  interface 
between  a  particle  and  the  medium  in  which  it  is  suspended  undergoes  Maxwell‐
Wagner  interfacial  polarisation.  The  interaction  of  the  charges  (associated  with  the 
formation of  the  effective dipole moment) with  the  applied  electric  field  results  in  a 
force,  which  acts  upon  the  particle.  For  a  uniform  electric  field  the  net  force 
experienced by  a neutral particle  is  zero. However,  if  the particle  is placed  in  a non‐
uniform electric field the resulting force imbalance across the particle causes it to move. 
This movement arises due to the variation  in the charge density over the particle.  It  is 
important  to make  the distinction between  the phenomenon of dielectrophoresis and 
electrophoresis.  
3.4.1. Electrophoresis 
  Electrophoresis  is  the  motion  of  charged  matter  under  the  influence  of  an 
applied electric field. The direction of motion is always toward the electrode of opposite 
charge to that of the particle, and it is of no consequence whether the field is uniform or 
non‐uniform.  Due  to  the  presence  of  the  double  layer  (see  section  3.5),  a  charged 















  The main application of electrophoresis  is  in the separation of macromolecules 
such  as DNA  and  proteins, with  the  different macromolecules moving with  different 




  Dielectrophoresis  is  distinctly  different  in  nature  from  electrophoresis. 
Dielectrophoresis  (DEP)  is  the  translational movement of neutral matter as a  result of 
polarisation effects in non‐uniform electric fields  
  Under the  influence of a uniform DC electric field, a particle with charge q will 
experience  a  net  force  toward  the  electrode  of  opposite  polarity  to  that  of  itself.  A 
neutral particle will become polarised as a result of the electric  field, depending on  its 

















  The charge  redistribution  in and around  the particle due to the  field results  in 
equal  amounts  of  oppositely  charged  ions  facing  the  electrodes  of  opposite  polarity. 
However, as  the  field  is non‐uniform,  the  forces experienced by opposite ends of  the 
neutral particle have different magnitudes. The resultant net translational  force  in this 
case  is  therefore  non‐zero,  giving  rise  to  motion.  If  the  neutral  particle  is  more 
polarisable than the surrounding medium, the translational force  is along the field  line 
toward the region of higher electric field intensity. If the particle is less polarisable than 




low  frequencies  the  charged  particle  will  move  toward  the  electrode  of  opposite 
polarity  under  the  influence  of  electrophoresis,  its  direction  oscillating with  the  field 
direction. At higher  frequencies  the DEP  force will move  the charged particle  towards 
the  region of high or  low  field strength depending upon  the  relative polarisabilities of 
the particle and the surrounding medium. The direction of the electrophoretic  force  is 
changing  so  rapidly  that  the  particle  has  no  time  to  move  and  the  effect  of 
electrophoresis is no longer observed. 
3.4.3. Positive and negative dielectrophoresis 
  In  the  previous  sections  it  was  shown  that  the  polarisation  of  a  dielectric 
material is frequency dependent with characteristic dispersions of polarisation occurring 
at  different  frequencies.  Materials  therefore  exhibit  characteristic  dielectrophoretic 
spectra  due  to  differences  in  their  dielectric  properties.  Particles  may  therefore 
experience a  force  towards a  region of high  field  intensity at one  frequency and may 




  The movement of a neutral particle  to a  region of high  field  intensity  is called 
positive dielectrophoresis (+DEP), and the movement of a neutral particle away from a 
region of high field intensity is called negative dielectrophoresis (‐DEP). The frequency at 






  The DEP  force  acting on  a particle  can be derived  first by  estimating  the net 
force upon a small physical dipole, and then generalising to the force acting on a particle 
of effective dipole moment  effp (see [17] and [35]). 
  A  neutral  particle  within  an  externally  applied  electric  field  has  an  induced 
dipole moment,  with  centres  of  equal  positive  and  negative  charge  separated  by  a 
distance  d , as shown  in Figure 3‐7. We assume  that no  field contributions arise  from 
the dipole  itself. For a dipole  in a non‐uniform  field  the positive and negative charges 











non‐uniformity,  a  simplified  vector  Taylor  series  can  be  used  to  describe  the  electric 
field about position  r , giving 




( )EpFdipole ∇⋅=           (17) 






electrodes  of  the  size  used  in  this  work    However,  when  calculating  the  forces 
experienced by particles  very  close  to  the electrode edge, or  the  fields  generated by 





liquid  will  experience  Maxwell‐Wagner  interfacial  polarization  at  the  particle/liquid 
interface, inducing a dipole moment in the particle. The concept of the effective dipole 
































εεεα           (19) 
 
where  *ε   is the complex permittivity given by  ω




The effective dipole moment of a dielectric particle suspended  in a  liquid  is  therefore 
frequency dependent and can be expressed as 
 



































force  on  a  particle  and  avoids  the  need  for  complicated  derivations  based  on  the 
Maxwell  stress  tensor  (see  [17]  for detail).  It may be used  to  calculate  the  forces on 
particles as long as the dielectric loss in the suspending liquid is negligible (i.e. εm”<<εm’). 
3.4.6. The time averaged dielectric force 
  The  instantaneous  force on a dipole  in an electric  field  is given above. For the 
case  of  a  time  varying  electric  field  ( tjE ωeEo= )  the  dipole  varies  with  the  same 
angular velocity as the electric field, but with a phase lag θ. The time‐averaged force is, 
 
( )[ ]EpF ∇⋅= Re
2
1
          (23) 
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where  E   is  the  complex  conjugate  of  E .  After manipulation  using  suitable  vector 
identities  and  inserting  the  expression  for  the  effective  dipole  moment  the  time 
averaged DEP force becomes [17], 
 
}{ 23 EF m ∇= CMfReaπε         (24) 
 
where 





motion overpower  the DEP  force.  Experimentally we observe  that 500 nm beads  are 
more  influenced  by  viscous  drag  than  DEP  force.  Beads  over  a  micron  are  more 





the  interaction with dielectrics  is by  the way of  the dielectrophoretic  force.  The  free 
charges  in  a  liquid  system  also  undergo  a  force. We  develop  here  the  concept  of 
disturbed  charge distribution  and  fluid  characteristic at  the  interface of  a  solid and  a 
liquid. But also we take advantage of these irregularities in charge distribution to create 
a  fluid movement.  Electrokinetic  effects  are  the  result  of  the  combined movement, 
irregular charge distribution and screening at the solid liquid interface. 
Electrokinetic effects can be classified in four cases : 
– Electrophoresis  :  The movement  of  a  charged  surface  plus  attached 
material  (i.e.  dissolved  or  suspended material  )  relative  to  stationary 
liquid by an applied electric field. 
– Electroosmosis  :  The  movement  of  liquid  relative  to  a  stationary 
charged surface. (i.e. the complement of electrophoresis). The pressure 
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necessary  to  counterbalance  electroosmotic  flow  is  called 
electroosmotic pressure. 
– Streaming Potential  : The electric  field created when  liquid  is made  to 
flow along a stationary surface charged surface. 




liquid  and  particles  at  small  length  scales  because  they  are  implemented  through 
surface  forces  which  scale  well  when  length  scales  are  reduced.  Electrokinetic 
techniques  have  the  advantage  of  being  easily  integrated  into micro  fluidic  systems 
when compared to external systems such as syringe pumps. They deliver a non pulsating 
flow  and  have  the  advantage  of  being  non mechanical which  reduces  the  chance  of 
failure and allows long term study of fluid flow. 
3.5.1. Electroosmosis principle: 
  When  a  polar  liquid,  like  anything water  based,  and  a  solid  are  brought  into 
contact, the surface of the solid will acquire an electric charge. The surface charges then 
influence the migration of charges within the liquid directly next to the wall. This results 




layer.  This  is  call  the  diffuse  layer.  Together  these  two  layers  are  called  the  electric 
double layer (EDL), as shown Figure 3‐8. Although the charges at the wall are fixed, the 
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λφφ −= ,          (29) 
where  wφ  is the potential at the wall. 
  The  significance  of  the  zeta  potential  is  that  its  value  can  be  related  to  the 
stability of colloidal dispersions. Colloids with high zeta potential (negative or positive) 










The  zeta  potential  is widely  used  for  quantification  of  the magnitude  of  the 
electrical  charge  at  the double  layer. However,  the  zeta potential  is not equal  to  the 




equality  should be  applied with  caution. Nevertheless,  the  zeta potential  is often  the 
only available path for characterisation of double‐layer properties. 





ςεεμ 0=e         (30) 
where  ε  is  the  dielectric  constant  of  the  dispersion  medium,  κ   is  the  Debye 
parameterκ =1/λd (28), ε0 is the permittivity of free space, η is dynamic viscosity of the 






u = .          (31) 
If we apply a potential in a pipe the diffuse layer will tend to move according to 
its charge excess and drag the rest of the  liquid accordingly (Figure 3‐9).  In an AC field 











volts  DC  to work.  This  leads  to  a  short‐term  life  for  pumping  by  destruction  of  the 
electrodes  as well  as  electrolysis  of  the water  and  dissipation  of  energy  that  is  not 
compatible with living cells. 
  Several  ideas  can  be  exploited  from  this.  First,  if  we  can  produce  charges 
temporarily we will be able  to move  the  liquid as bulk and  its suspension of particles. 
Secondly,  porous materials  should  increase  the  surface‐to‐volume  ratio  so  increasing 
the  double‐layer  effect.  This was  proven with  a  bead  filled micro  pump  [37‐39]  but 
never with a structured shape. Growing silicon as structured shape could enhance the 
effect and create effective systems with lower voltage. Using an AC signal and a suitable 
geometry  could  also  allow  a  local movement  of  fluid.  The  fluid  flow  is  due  to  the 




we have  laid down  the basic principle  to  simulate  the DEP  forces,  fluid  flow  and  the 
different relaxations.  In order to profit from the effects mentioned  in this chapter  it  is 










Experiments with AC  fields on  coplanar electrodes  (Figure 3‐10)  can generate 
local fluid motion. Understanding the polarization process of the electrodes is essential 
to  understand  this  AC  electroosmosis  [40].  The  polarization  process  governs  all  the 
necessary ingredients to create fluid flow. Since the electrodes are coplanar the field is 
non uniform, as is the polarization responsible for the potential at the outer edge of the 
EDL, and the charge accumulation  in the diffuse  layer, hence also the potential drop  in 
the EDL. This results is a tangential electric field in the EDL, and resultant fluid flow. 
  The application of an AC field will create charges at the surface of the electrodes 
that will create the similar charge excess as  in a diffuse  layer.   The fluid  flow between 
the  two electrodes  creates  roll‐shape  fluid  structures above  the electrode  (see Figure 
3‐11). This is the result of the movement of charges under the influence of the electrical 
field. We note that the flow direction is not changing direction with each half period of 









  Figure  3‐11  (a)  and  (b) help  to understand  the  interdependent phenomenon. 
The polarization gives rise to an electric field with a tangential component to the surface 
and exerts a  force on  the gradient of charges. These charges accelerate  in  the diffuse 
layer which  in  return drags  the  fluid around  them  (due  to  the polar nature of water). 
The  AC  field  describes  only  one  period  of  the  sinusoidal  signal.  However  during  the 
second  period  the  polarisation  screening  charges  change  sign  and  so  charges  in  the 







  We  observe  a  symmetrical  flow  due  to  the  electrode  symmetry  as  shown  in 
Figure 3‐12, but by breaking this symmetry we can produce a net flow that is the result 
of  the  preferential  drag  in  one  direction.  If  the  system  is  now  considered  being  an 
assembly of a wide and  large electrodes separated by a narrow and a  large gap Figure 

















  The  fluid velocity at surface of the electrode  is similar as  for DC electroomosis 
that  is maximum  immediately  outside  of  the  EDL.  Gonzales,  Green  and  Ramos  [40] 
described  in  detail  the  calculation  of  the  fluid  velocity  at  surface  of  the  electrode. 
although  most  of  the  fluid  flow  observed  [41]  and  simulated  [42]  uses  strong 




fluid  flow  resulting of  these  forces.  Several  groups demonstrated  the potential of AC 
electoosmosis  pumping  as  depicted  on  Figure  3‐14.  In  particular,  we  note  the  non 
uniformity of the electrical fields due to the loss of symmetry. It results in higher charge 





  The  solution  of  such  a  problem  both  with  symmetrical  and  asymmetrical 
electrodes is not trivial and the theoretical aspect requires a thorough investigation. The 





be  ideally  polarisable.  The  media  in  use  during  our  experiment  can  result  in 
electrochemical  interaction  with  the  electrode.  This  would  have  to  be  taken  into 













,          (33) 
with  
uJ ±±±± +∇−∇= nnDn φμm .       (34) 
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The ionic flux J is made of three terms: electric drift , D the diffusion and drift due to the 






















φ .        (35) 
Once we have solved the potential we can superpose it to find the fluid motion. To find 
the fluid motion we need to solve the Navier‐Stokes Equation and the incompressibility.  






2∇++−∇= ηρρ .          (37) 
We mentioned at the beginning that the dimension and fluid velocity was such that the 





















































p yyηφρ .      (40) 
This  results  from  the  linear  analysis  described  in  Ref.  [45]  and  the  following 
approximations  :  (i) the bulk electrolyte  is assumed to be charge neutral with uniform 
salt  concentration,  such  that  the  ionic  transport  can  be  described  as Ohmic  current; 
(ii) the  Debye  layer  is  assumed  to  be  in  local  equilibrium  with  the  electrolyte 
immediately outside the layer, such that the charge distribution and potential variation 
in  the  Debye  layer  can  be  described  by  Gouy‐Chapman  theory;  (iii)  moreover,  we 






  The  fluid velocity at surface of the electrode  is similar as  for DC electroomosis 
that  is  maximum  immediately  outside  of  the  EDL.  Gonzales,  Green,  Ramos  [40] 
described in detail the calculation of the fluid velocity at surface of the electrode. Most 
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by  [46]. Based on  this approximation and  the separation of  the  two problems  several 
simulation  was  obtained  with  a  finite  element  method  (COMSOL)  as  described  in 
Chapter 5. 
3.6.1. Fluid Flow reversal3 
  Studer  [47]  used  Platinum  electrodes  to  investigate  fluid  flow  in  a  circular 





number of charges  in the EDL.  It  is currently well accepted but only Olesen and Ajdari 
[46]  laid out the basic theoretical principle. They proved that Faradic current could be 
                                                            




ion/mass  transport  current  where  we  obtain  mm/s  speed  over  20  micron  sized 
electrodes which does not integrate the reality. 
  Nevertheless  this  micropump  presents  some  inherent  problem  for  the 
application envisaged. First of all,  it does not create back pressure [51] which makes  it 












species  in  solution  are  therefore  affected  by  it  and  undergo  a DEP  force  that  either 
repels them or attracts them according to the electrical fluid characteristic of both the 
fluid and the colloids. Thus colloids can aggregate at critical places and therefore disturb 
the  fluid  flow and the  field  locally. Hence measuring the particle velocity  is perturbing 
the fluid flow. In order to avoid this small fluorescent beads are used to characterize as 










the  EDL  is  nonexistent.  Therefore  no  tangential  field  component  exists  and  no 
movement is observed. At low frequency the potential across the suspending medium is 
nil  so  is  the  tangential  field.  No  electroosmotic  flow  exists  for  both  low  and  high 
frequency which result in an existing maximum flow. Several theoretical investigation of 












a  LOC  a  viable  disposable  tool.  This  chapter  describes  the  diverse methods  used  to 
fabricate such devices and also other handling equipment and fabrication equipment. 
4.1. Microfabrication overview 
  Macrofabrication  is essentially very similar to the printing  industry except that 
the materials deposited have variable physico‐chemical properties and dimensions are 
scaled  down  by  up  to  a  factor  of  1000.  The  fabrication  cycle  is  subdivided  by  the 
industry  into steps. Each of them represents an essential routine necessary  in order to 





and complex process  for devices  that  require high  resolution  (micron and submicron). 
Depending on  the  size of  the  structure needed, different design packages were used. 
Design using features smaller than 10 micron used L‐Edit (Tanner Tools) or Wave Maker 
packages  that  allow  the  user  to  save  in  the GDSII  format  necessary  for mask writer 
systems.  For  devices with  10‐50 micron  size,  screen  printing  systems  could  be  used 
using professional mask makers such as JD Phototools (in UK). Also local companies (e.g. 







designed on a 3  inch silicon wafer with a 1 micron  layer of  low stress silicon nitride at 
the surface. Grooves were etched on  its surface by a series of dry and wet etches and 
electrodes were deposited on  top of an other  substrate and  the  two chips was  to be 





  The  major  problem  of  such  systems  is  the  inability  to  use  an  inverted 
microscope to observe biological species as most biological labs use. We therefore used 
regularly pyrex wafers. This has the advantage of being transparent and also is to clean 
and  can  form  solid  bonds with  Self  Assembly Monolayers  (SAMs). However  pyrex  or 
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borofloat is sometimes inconvenient especially when annealing is required. It can degas 
sodium which  contaminates  high  temperature  furnaces;  also,  it  has  a  low  softening 
point of around 800 °C. 
  Quartz is more expensive and in this case is used to replace pyrex because it can 
withstand  high  temperature.  Other  surfaces  were  used  but  transparency  is  an 
indispensable asset. Both quartz and pyrex are hard materials. For dicing such material a 
high  speed  saw was necessary and often broke due  to  the higher hardness of quartz. 





surface  state  for  the  following  steps which  involve depositing  sensitive materials. The 
optical patterning using  a mask aligner needs  the  surface  to be  clear of particles  like 










upon  development.  The  mask  could  be  either  negative  or  positive  of  the  pattern. 




  A  lift‐off  technique  as  shown  Figure  4‐2  (a)  is  often  used  when  repetitive 








some  monolayer  of  polymer  stays  at  the  surface  of  the  substrate  and  can  be  an 




  The  obvious  alternative  to  lift  off  is  to  use  the  resist  as  a  protective  layer 
followed by the removal of the unwanted material. Etching  is the process of removing 
material by either chemical or physical action, or both. The process is actually opposite 
to  lift  off  (except  for  the  cleaning  step),  as  shown  in  Figure  4‐2  (b).  First  it  requires 
depositing  the material  to be patterned and above  the  resist  is spin coated. Once  the 
resist  is  patterned  then  the  material  exposed  can  be  removed.  There  are  several 
methods to remove material such as wet etch that uses an etchant in a liquid form that 















• Gold  etch  –  16%  (w/v)  of  potassium  iodide  (KI)  and  4%  (w/v)  of  iodine  (I2) 
dissolved in water. 
  Non‐focused  Ion  Beam Milling  was  also  used;  the  system  is  a  high  density 
plasma  generator  that  physically  etches  the  surface  of material  by  bombarding  the 
target with high velocity  ions. This system  is highly anisotropic and gives sharp aspect 









  The different  resists used  are  all UV  sensitive. Depending on  the  tone of  the 
resist the process  is different. For the typical patterning of electrodes with wet etching 
we used S1813 or 1815  (Shipley Corporation). The  resist  is spun at 3000  rpm giving a 
thickness above a micron. The substrate is then baked at 95 °C for 2 min to remove the 
solvent. The  resist  is  therefore  ready  to be exposed. When exposed  the  resist  should 
normally  be  post  baked  and  hard  baked;  although  this  can  improve  some  pattern 















  Another solution  for  lift off was to double‐coat the substrate. The  first  layer  is 
flood exposed but under exposed. The second layer is then mask exposed which causes 









  As we have seen earlier we will build up  layer after  layer to create the pattern 
necessary.  In order  to achieve  this we need  to deposit  thin  layers of material. Several 
methods exist and we will concentrate on explaining only  the method  relevant  to our 
designs, namely evaporation (thermal) and sputtering (DC & RF). 
  We used two diverse, but similar in principle, methods of evaporation. Both are 
under  vacuum  which  allows  us  to  have  a  contaminant‐  free  environment.  Thermal 
evaporation is highly directional and convenient for lift off. It uses an electric resistance 
heater  to  melt  the  material  and  raise  its  vapour  pressure  to  a  useful  range.  Only 
material  with  a  much  higher  vapour  pressure  than  the  heating  element  can  be 






heated  up  which  results  in  a  lower  contamination  of  the  layer  condensed  on  the 
substrate. High  temperature  can  be  reached  and materials  such  as  Pt  and  Ti  can  be 
easily evaporated despite their high melting temperature. 













magnetron  sputtering  adds  a  magnetic  field  that  increases  the  path  length  of  the 
accelerated electrons.  It  results  in an higher  ionisation  in  the gas and a better  rate of 
sputtering.  In  more  complex  target  stoichiometry  the  system  requires  an  added 
chemical  reaction during  deposition which  is  the work  for  SiO2  and  TiO2  in  our  case, 
often O2 gas is added into the excited plasma mixture. 
  In  reactive  sputtering,  the  deposited  film  is  formed  by  chemical  reaction 




like  the  stress  in  SiNx  and  the  index of  refraction of  SiOx.  The  transparent  indium  tin 






as  reactive  magnetron  sputtering  (in  the  case  of  the  insulator)  or  using  a  more 


















Another  baking  step  is  required  to  obtain  a  true  silicon  dioxidelike  film.  This 
occurs around 800°C. This  really high  temperature  is  impracticable  for our need since 
pyrex wafers  soften  at  this  temperature.  Spin  on  glass was  also  seen  to  fracture  on 
Quartz, probably due to differential expansion. 
  Cytop and Teflon AF were spun at 3000 rpm and baked on a hot plate for 2 min 












Second  aligning,  this  in most  of  our  cases  was  performed manually  and  by  eye 
(about 100 micron resolution). Most of the systems did not required a better alignment. 
Although an EVG aligner bonder was used to create channels in polyimide most of other 
system was done by hand as this  is  faster. This  is  relevant  for both AC electroosmosis 
and electrowetting. 
4.6. Microfabrication of fluidics channels 
We  have  seen  the  method  to  fabricate  electrodes  for  electrowetting,  AC 





This  is  the most widely used  silicon‐based organic polymer, and  is particularly 
known  for  its  unusual  rheological  (or  flow)  properties.  It  is  optically  clear,  and  is 
generally considered to be inert, non‐toxic and non‐flammable. Thus an ideal candidate 
for  fluid  manipulation  with  biological  compound.  The  chemical  polymer  formula  is 
(H3C)3[Si(CH3)2O]nSi(CH3)3.  
  The process used  is by  replicating  a  3D master. A negative master  is  created 
either  by  the  microfabrication  technique  explained  earlier  on  or  by  using  SU8  as 








linking agent. The  two parts are  in a viscous  liquid  form until mixed and  cross‐linking 
occurs. The cross‐linking procedure will occur without aid once the two parts are mixed. 















around  15 microns  and  is  photosensitive  of  negative  tone. Multilayers  can  be  spun. 
Traditionally  polyimide  was  spun  on  wafers  as  a  protective  layer,  patterned  using 
positive resist on top and wet etched using TMAH developer. The ability to UV expose 
and  pattern  it makes  it  very  interesting  to  build  channels  in  double‐side  sandwiched 
systems.  Indeed,  whilst  curing  the  polyimide,  if  in  contact  with  another  layer  of 








an  insulator  for  electrowetting  and  to  pattern  channels  in  ac  electroomosis.  Many 
recipes exist but for thick SU8 the following procedure was used 
• SU‐8 was pipetted onto the slide and allowed to spread. The SU‐8 coated slides 
were  then placed on a horizontally  level  flat  surface and  left  for 1‐2 hours  to 
obtain a bubble‐free uniform layer.  
• Samples  were  spun  at  500rpm  for  10  seconds;  the  speed  was  gradually 







of  the substrate;  this was  followed by a post‐exposure bake  for 15 minutes at 
95°C.  
• After gradual cooling the samples were developed sequentially in Microposit EC 




of  them  involve  annealing  treatment  cycle  with  partially  cured  SU8  [52‐54]. 
Manipulating SU8 for bonding is not as straightforward as many negative resists. It has a 
low  yield  largely  dependent  on  humidity  (it  is  so  sensitive  that we  avoided  samples 
when it rained outside). 
Ordyl PCB Dry resist 
Most  of  the  systems  and  devices made  for microfluidics/Bio‐Mems  systems 




























  The  resist  could  also  be  used  to  cast  PDMS,  which  yields  for  normal‐size 











The  previous  chapters  introduced  the  concept  of  microfluidics  and 
microfabrication.  The  device  that  we  propose  to  fabricate  contains  an  active  fluid 
micropump and a DEP trap to separate and isolate particles. We have seen in Chapter 4 
the  different  techniques  to  fabricate  channels  and  electrodes  on  glass  and  related 
materials. There are several issues that must be considered into the use of particles for 





only  of  the  channel;  since  the  ACEO  micropump  does  not  produce  sufficient  back 
pressure  [47, 51] we  intend to  increase the  fluid  flow  laying electrodes on the bottom 




As  we  have  seen  in  Chapter  3,  simulating  AC  electroosmosis  is  not  trivial, 
nevertheless  the geometry we want  to use both  for pinching  fluid and also  to  create 
fluid  flow  using  both  sides  of  the  channel  has  not  been  observed  before.  Prior  to 
creating the masks necessary for this endeavour we want to assess the basic feasibility 
which  is  observation  of  fluid  rolling  due  to  AC  electroosmosis.  Fluid  pinching  at  the 










The  model  investigated  is  adapted  to  the  simulation  package  FEMLAB 
(COMSOL). We use the Debye Huckel approximation (see Chapter 2). This approximation 
is  inappropriate above 25 mVrms but a proper development of the instabilities resulting 
in  the electrical double  layer  and  the material electrochemical  interaction  is  far  from 







simulate  symmetrical  fluid  flow  activated  by  polarised  electrodes.  The  details  of  the 
simulation was taken from [40‐42, 58, 59]. In Figure 5‐1 the boundary condition on the 
right  side  is  representing  the  alternate  electrode  and  therefore  the  fluid  flow  is 



























  In  the  approximation mentioned  in Chapter  2 we  can  therefore  separate  the 
electrical  problem  from  the  fluidic  problem. We  first  consider  the  electrodes  ideally 
polarisable such that the discrete capacitance component does not exist. 
  The conductivity and the permittivity in the double  layer  is somewhat different 
than from the bulk. It is also due to the phenomenon of polarisation concentration [60] 
dependent of the frequency/material and electrochemical reaction. Several publications 
refer to a relative permittivity of 20  in the double  layer for  low concentration salt [16]. 
This  is by neglecting any  local electrochemistry. The conductivity is therefore increased 
dramatically  as  it  will  deplete  completely  of  electrolyte  the  fluid  surrounding  the 
electrode. One approach for this was to use the phasor expression 
βω)(ZDL i




[42]  but  the  result  was  giving  unstable  simulation  as  most  of  the  fluid  flow  was 
concentrated at the edge of the electrode where the potential gradient is the highest. 
  This method gave good practical  results but seems unfit  for simulation due  to 
lack of meshing resolution necessary  for this problem; especially  for higher electrolyte 
concentration the Smoluchowski equation is not valid and most of the flow is limited to 










  The  simulation  of  Figure  5‐2  shows  lower  fluid  speed  than  expected  by  the 
original experimental work by Brown [44], but the direction is consistent with the theory 
[62]. We  therefore need  to observe  if asymmetric electrodes create a bulk  fluid  flow. 
We can also increase the stability of the fluid flow by adding a set of electrodes system 
on the lid so that the fluid flow is symmetric around the centre of the channel. It will add 
stability  to  the  particle  in  transit  through  the  ACEO  pump.  The  fluid  rolls  above  the 
electrodes  will  act  as  slings  for  particles  captured  within  the  rolls.  We  can  also 
superimpose (AM or FM) a higher frequency signal so that the we exert a negative DEP 
(ACEO  is  inexistent above 1 MHz  see  chapter 4). The  simulations are  similar with  the 
previous  system where  the  conductivity  is  1e‐4  S.m‐1  and  the  relative  permittivity  is 












−×== ελ .      (43) 
C here is the concentration; nevertheless the conductivity σ is directly proportional 
to the concentration for a given Temperature. In the case of KCl for a conductivity of 1e‐
4  S.m‐1  the Debye  length  is  about 30 nm and  for  a  conductivity about 1e‐3  S.m‐1  the 
Debye  length  is  about  10  nm.  The  fluid  flow  collapses  above  1e‐2  S.m‐1  because  the 
electrical  double  layer  is  too  thin  to  support  fluid  flow.  At  higher  conductivities  the 
diffuse part of  the double  layer  is  thin as a  result a  large percentage of  the voltage  is 
dropped across the Stern layer (See Chapter 2). Since the fluid velocity depends on the 
free charge in the diffuse layer, which in turn depends on the potential drop across the 










It  also within  the  approximation made  displaying  the  expected  strong  roll  above  the 
thinner electrode where  the potential gradient  is  the strongest. We observe also  that 
the fluid speed is less on the upper part of the channel due to the non slip condition. 
  Figure  5‐4  shows  the  existence  of  a  stronger  flow  if  an  electrode  is  built  up 
opposite to the bottom electrode  like on Figure 5‐3. The ACEO fluid flow  is cumulative 
as described by [45] and [43]. It means that if U is the average bulk flow speed ui is the 





iuU .            (44) 















model by  separating  the Navier  and  Stokes  fluidic problem  and  the  Laplace problem. 
Nevertheless,  while  the  simulation  gives  a  good  account  of  the  fluid  flow  it  is  not 
performing as expected. The problem  resides with  the edges of  the electrodes where 
the  fluid  speed  is  calculated according  to  the number of elements  from  the meshing. 
The potential gradient is high at the edges of the electrode which results in higher error 
locally (Figure 5‐5). Also, the fluid is actively moving into a narrow sheath that is of the 






































  Figure 5‐8 displays  some of  the masks used  to  create  channels on  top of  the 
electrodes. These channels were  fabricated using  the  techniques  in Chapter 4, mainly 
using dry film resist which was easy to manipulate. 
  Initially,  the  system was only one  side and  the PDMS mould was obtained by 



















  We  simulated  the  fluid  flow  in  the  channel  to  observe  the  fluid  pinching  by 






































necessary  to concentrate particles at the centre of  the channel, nevertheless 20  to 40 
pairs were fabricated. A simple rule of thumb indicates the extent of the DEP force being 
the gap distance so in our case 40 micron. Since the channel thickness is between 60‐80 







as  cells have a  response  in  frequency where  the DEP  force  can be either negative or 
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  We  have  seen  here  the  simulations  that  prove  the  feasibility  of  the  project, 










It  also  introduced  the  effects  of  electric  fields  on  liquids  and  the  creation  of  the 
electrical double layer which is necessary to activate fluid movement. We discussed also 
the  pondemorotive  force  created  by  electric  field  on  dielectrics.  Thanks  to  the 
microfabrication  technique  we  are  able  to  shape  electrode  to  take  advantage  of 
theoretical effect mentioned previously. These allow the channels for microfluid flow to 
be created as well. Simulation helped us to predict the potential fluid flow and therefore 
validate a model. We need  to  take  fluid measurements  in  small  channels  to  test  this 
theory, but fluid flow measurements are difficult at the sizes involved. We also need to 










  In  order  to measure  the  fluid  velocity within  the  channel we  need  to  inject 
particles (fluorescent beads) inside the fluid that we can track using a microscope and a 
CCD camera. To calibrate the method we plugged a syringe pump to the gripper fitting 
that  is used to access the  reservoir  for  injecting  fluid. Since we know the channel size 
and  the  syringe  pump  dispensing  the  flux, we  can  calculate  the  fluid  velocity  in  the 
channel  assuming  a  Poiseuille  flow.  The  channel  is  fabricated  using  4 mutli‐layers  of 
Ordyl150 that gives an overall thickness of 200 μm the width of the channel is 1 cm. The 
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Observed flow rate   0.44  42 75
 










  In  order  to  measure  fluid  flow  we  use  particle  velocimetry.  This  involves 
injecting  fluorescent microbeads  (Microprobe)  in  the  liquid  in  use.  As mentioned  in 
Chapter 3, several methods were investigated to create channels to investigate the fluid 
flow above the electrode. We chose to use 500 nm beads to measure fluid flow. Smaller 




disturb  the  fluid  flow  by modifying  the  field  lines  at  the  edge  of  the  electrode.  This 
trapping can be reversed by applying a short pulse of high frequency ( >200 kHz). It has 
for  consequence  to  create a negative DEP  force  that  repels  the beads. Between each 




concentration  of  one  μL  for  a  100 mL.  The  fluid  flow was  recorded  thanks  using  a 
acquisition  camera  taking  25  frames per  sec  attached  to  the  customised  observation 






film  is taken  the time of any parameter change  is noted  (which allow a thorough post 
examination  in  Adobe  Premiere).  A  25  frames  echo  is  then  generated which  gives  a 













  The pumping system we tested using velocimetry  is made of 4  individual ACEO 
pumps of 800 repeats of electrode pairs of 40 microns wide (2 gaps 13 µm and 5 µm  + 2 
electrodes width 21 µm and 5 µm). The  layout  is such that two pumps are facing each 
other,  therefore  creating  a  pump  with  no  recirculation  (Figure  6‐4)  as  previously 
described  and  presented  earlier  in  ref  [57]. We  will  note  that  these  authors  never 






  The  first  flow measurements  showed  inconsistent  and  irreproducible  results, 
and electrode degradation was observed. This effect was investigated using impedance 
spectroscopy  in  order  to  create  reliable  devices.  Impedance  spectroscopy,  used  in 
electrochemistry  [60],  is  a  way  of  characterising  the  kinetics  of  electrochemically 
activated  reactions  especially  when  surface  driven  like  in  our  case.  Some  early 
experiments  in  Southampton  using  an  alpha  impedance  analyser  (H.P.  4192A 
impedance  analyser)  showed  a  decrease  of  the  impedance  value  with  cycling  in 
frequency which was understood as being a slow destruction of the electrodes  (Figure 
6‐5 and Figure 6‐6). These electrodes were made of 20 nm of Ti and 100 nm of Gold. We 
observed as well  that  the electrode  if used  for pumping had  irreproducible  fluid  flow 
velocity for a given medium conductivity, voltage and frequency of excitation. Later on 
these  electrodes were  observed  by  SEM  and  showed  growth  of material  in  the  gap 
which  is believed  to be  the  short  circuit observed  in  impedance  spectroscopy  (Figure 













We observed here partial destruction of  the electrode with  some pitting  and 








  Electrochemical  reaction  is occurring at  the electrodes. On  the other hand we 
also observed (but not recorded) a decreasing trend of velocity as we cycled around the 
kHz. The system is loaded with a 1mM KCl salt solution (about 10 mS/m depending the 
temperature).  The  signal  was  set  and  the  potential  is  3  Vrms.  After  (on  average)  a 
minute we observed a decrease of fluid velocity.  It  leads eventually no speed at all; as 
such, the ACEO pumping could not be systematically characterised in this system. 
  Consequently  we  decided  to  use  different  electrode  to  characterize  the 


























lower  frequencies. Each measurement was obtained with new  liquid  introduced  in the 
device prior to polarizing the electrodes. We observe that sometime if the same liquid is 
used  at  a  certain  set  of  parameters  (voltage,  frequency)  using  the  same  liquid  at  a 
different set of parameters would be different than  if we were using a new  liquid. We 
conclude  that  the  liquid must be changing  to  some extent  (dissolution of metallic  ion 
into the liquid), or the surface of the electrodes is changing, but refreshing the fluid for 
each measurement did provide reasonable consistency. 
  Figure  6‐9  and  Figure  6‐10  display  the mapping  of  the  peak  to  peak  voltage 
applied between electrodes pairs against  the  log10(frequency). They are  the  results of 
the summation of  individual  frequency mapping  in  fluid  flow  (10‐12 plots using 20‐30 
point  per  plot  each  point  an  average  speed  calculated  by  measuring  5‐10  traces) 
described in 6.1.2. Figure 6‐9 shows low fluid flow (or none) for lower frequency which 
is consistent with  the higher conductivity  (Chapter 3).  It also shows a zone of peaking 
fluid flow for higher frequency (10 kHz and 20 VPP) and overall lower absolute fluid flow 












  Figure 6‐10 has more defined  regions. The higher  fluid  flow at higher voltage 
reduces the ability to distinguish features at lower voltage but a similar trend in square 
voltage  is observed under 10 Vpp.  There  is  also  a distinctive  region of high  fluid  flow 
reversal  that  is  similar  to  [47] and  [49], also mentioned  theoretically  in  [46]. We also 










damaged  due  to  the  reduction  water  which  has  catastrophic  consequence  on 
microfabricated device. As previously forecast in Chapter 2, such high salt concentration 
results  in  low ACEO  fluid movement and destruction of  the electrodes. The maximum 
voltage reach was 10 V that resulted systematically in destroying the electrodes. 
6.2. Electrochemistry 
  As we discuss earlier on,  titanium  can  create an oxidation  layer at  its  surface 
that passivates the Ti metal. We note on this Pourbaix diagram Figure 6‐11 that at  low 
pH there exists a domain where Tin+ is soluble. We therefore have a situation where we 
can have dissolution of  the  titanium  into  the  liquid. The  titanium  ions are  larger  than 







++4e‐            (7) 
Equation  (7)  is a proton pump which means  that  for each mole of Ti oxidized 
four moles of protons are released in the solution at the surface in the diffuse layer. This 
has two consequences: first and foremost it lowers the pH locally and in the bulk so that 
the  Ti  can  enter  a  regime  where  it  exists  in  solution;  secondly,  the  protons  can 
participate in the fluid flow. It is know as well [72] that other species coexist at lower pH 
like Ti(OH) and with Chloride TiCl4. Therefore  the electrochemistry  is  far  from  simple. 




electrochemistry  of  such  a  system.  From  this we wanted  to  observe  if  the  Titanium 
dioxide electrochemistry changed if new fluid was inserted in a thin film condition (low 
volume).  Although  cyclic  voltametry  using  a  potentiostat  is  in  DC,  it  gives  valuable 
information of potential electrochemical reactions that could happen over the electrode 
during  ACEO. We  designed  and  micro‐fabricated  special  electrodes  to  quantify  this 
effect. Three materials were used  : Ti, Au, Pt. We use platinum because  is know to be 





  Platinum  is  of  interest  because  after  discussion  with  P.  Garcia  of  Sevilla 
University, [49] he observed in traveling wave and asymmetric array reversal changes in 







mm;  the  central part  is deposited with Ti/Ag. The  silver  is  then oxidized  in a  chloride 
solution  and  forms  silver  chloride  to  use  as  a  reference.  The  rest  of  the  electrode 





similar  to  normal  electrochemical  operation. We  want  to  observe  if  some  diffusion 







  Experiments  were  performed  with  a  cycling  rate  of  100  mV/s  with  a  silver 
chloride  reference electrode. The KCl solution  (0.1 mol/L) was prepared on the day of 
the experiment and was not degassed. The liquid was pipetted into the gap between the 
electrodes  and  entered  the  reaction  chamber  by  capillary  forces.  With  such 
concentration we should expect a ohmic behaviour but  instead we observe an obvious 
oxidation  that  happen  at  the  electrode  surface  (Figure  6‐13).  The  Pourbaix  diagram 
(Figure 6‐11) shows the domain of existence of titanium dioxide. Since the overpotential 
(potential above  the Nernst potential  for a given  reaction) accelerates  the kinetics we 
can expect as we are cycling fast an oxidation drifted toward higher potential. We cycled 
several times and then after curve “current 10” we flushed fluid with new solution from 


















































































kinetics  for  these  electrochemical  reaction  are  harder  to  predict  and  impedance 





V);  this  is  attributed  to  gold  oxide  formation.  It  is  of  a monolayer  and  its  oxide  is 



























































































  We  found  that  removing  fluid  and  renewing  it  in  the  thin  film  changed  the 
voltametric  cycle  and  increased  the  oxidation.  Something  is  disappearing  or  being 
transformed  into another chemical product  less  reactive. A XPS  study by  [74]  showed 
the  inclusion of phosphate when anodising  titanium  in PBS  (Phosphate Buffer Saline). 
This  would  lead  us  to  believe  that  a  similar  effect  can  happen  with  chloride  and 
therefore  contributing  to  lowering  the  chloride  concentration.  Also,  the  oxygen 




a medium  is  not  appropriate.  Chloride  is  very  active  and  contributes  to  pitting.  The 
original  idea was  to  use  KCl  due  to  similar weight,  size  and  electrophoretic mobility 






species  which  can  relate  to  the  Olesen  argument  on  space  charges  [46]  and  the 
potential  for  an  increase  pumping  ability  at  higher  potential.  Also,  the  growth  of  a 
passive oxide decreases  the capacitance which  is  in parallel with  the EDL capacitance; 
this  is  not  happening  immediately  so  can  be  responsible  for  transient  behaviour  in 
conjunction with the charge injection and lowering of the pH. 
  Monitoring  the pH  in  situ  in  such  a  low  volume would be  an  advantage. We 











one side of  the electrode masking  the creation of a vortex. The  fluid  looked  like on a 




  Although  the DEP  trapping system was embedded with  the chip alongside  the 
ACEO  pumps  it was  used  as  a  demonstrator  since  several  other  groups  have  obtain 
dielectrophoretic trapping. Most of the work was obtained on studying the ACEO effect 














  We proved the existence of  fluid  flow reversal  in an ACEO pump at a range of 
frequencies  for  a  given  concentration  of  electrolyte. We  showed  that  the  fluid  flow 




gold  for  a  KCl  medium.  Finally  we  showed  the  inability  of  using  ACEO‐based 
micropumping for displacing cells due to all the reasons above. 
  Displacing  particles  and  isolating  them was  approach  on  the  notion  that  the 
fluid  is  contained  within  a  vessel  and  that  the  vessel  contains  the  microfabricated 
devices that allow the separation and fractionation of the particles. Another way would 
be use the liquid as the vessel itself where we would control the shape through contact 
forces  and  electrical  forces.  Essentially  we  use  again  the  conception  of  diverging 
electrical field interacting with matter as the Maxwell stress tensor express.  
  Electrowetting  on  dielectric  (EWOD)  or  also  sometimes  called  liquid 














still  under  scrutiny.  Although  it  is  essential  to  have  an  understanding  of  the  effect 
involved we refer the reader to the following publications for deeper understanding of 
the  ideas  [79‐82]. The approach here uses  the electromechanical  theory expressed by 
Jones et al; we refer to EWOD as the low frequency case of the solution of the Maxwell 
stress  tensor. The  Liquid Dielectrophoresis  (LDEP)  is  the high  frequency alternative.  It 
can be represented by the electric field acting on single charge effect at  low frequency 
and  its  reciprocal  at  high  frequency  acting  on  dipole  rather  than  single  charges 
(Chapter 2). 
7.1. Electric field interaction with surface forces.  
  Microfabricated  parallel  electrodes  energized  with  an  AC  field  are  used  to 
manipulate  small  amount  of  liquid  as  well  as  creating  droplets.  This  liquid  electro‐
actuation scheme can be use  for applications such as LOC where each droplet  is  itself 
such  a micro‐lab.  The  system  is made of  vapor deposited metal on borosilicate  glass 
then micro  patterned  on  the  10 micron  scale.  A  dielectric  is  then  deposited  as  an 
interface between the electrode and the conductive aqueous media. A second  layer of 








  Liquid DEP actuation does not necessarily need a  lid and  can operate with an 
open end. This simplifies its operation and its fabrication (where two‐chip bonding is not 
necessary).  Previous  study  shows  the  possibility  of  using  this  electrode  scheme  in 

















be  found  and a  finger of  liquid  is  formed above  the electrode  (rivulet). Releasing  the 
polarization,  the  capillary  forces  will  take  over  by  breaking  the  finger  into  smaller 
droplets. The droplet spacing is controlled by the fastest growing instability predicted by 
Raylegh’s  classical  theory  for  hydrodynamic  instability  and  the  volume  are  partly 
controlled by the geometry of such pair of electrode (width and gap: 2w+g) [80, 83, 84]. 
7.2.1. Pellat experiments 
Pellat’s  classic  experience  of  the  DEP  rise  of  liquid  depicts  well  such  a 



















The modified  Pellat  experiment  uses  a  dielectric‐coated  electrode, which  allows 
one to use conductive fluid and therefore drive the electrode with higher voltages. 
Liquid  DEP  is  often  confused  with  electrowetting  but  also  part  of  a  similar 
electromechanical  phenomenon.  Electrowetting  is  characterised  by  a  change  in  the 
contact angle of a sessile droplet of conductive liquid placed on electrodes covered by a 
dielectric.  The  contact  area  increases  as  the  contact  angle  increases  resulting  in  a 
decrease of  interfacial stress between the solid and the  liquid. The droplet is therefore 
spreading, appearing to be on a more hydrophilic surface. Electrowetting uses DC or low 
AC voltage strength. To exploit  this system aqueous  liquid  is  introduced between  two 




















the  forces  are  applied on  free  charges which  lead  to  an  electrowetting  effect  (called 



























































  The actuation effect  is closely  related  to the divergence of the electric  field at 
the  interface between materials. Namely,  this  is at  the  triple  line of  the droplet edge 
where  three phases met.  The Maxwell  stress  tensor  represents  the electric  tensor of 
forces  applied  there.  It  is  important  to  note  the  more  divergent  the  tensor  is  the 




  The methods used for microfabrication  is essentially the same as  in Chapter 4, 




















hydrolysis  and  therefore  destroy  the  electrode.  Hence  dielectrics  are  necessary  to 
separate the liquid from the electrode. At high voltage we would need high permittivity 
dielectric in the thinnest film possible.  
  Spin on glass  IC201 from Futurex, (SOG), was used as a dielectric.  It  is spun on 
the electrode at 3000 rpm then baked successively at 100 °C then 200 °C on a hot plate 
to  drive  the  solvent  out  and  promote  crosslinking. We  note  that  a  further  bake  is 
possible  at 350 °C under nitrogen. This  is  to drive out  the ethoxil group  and  free  the 
surface of silanol groups. 
  Nevertheless, experiments showed a bake a 200 °C was sufficient to obtain DEP 
actuation.  SOG  planarises  the  surface  and  is  used  primarily  by  the  semiconductor 
industry for such a purpose. 3000 rpm spin for 60 sec gives a 200 nm thickness. Other 
dielectrics  such  as  SU8  resist  was  also  used  and  gave  results  as  well  but  was  not 
thoroughly investigated in this study. 
  AF Teflon from Dupont  is then spun above the dielectric to give a hydrophobic 
surface of  the dielectric  (see  contact angle measurement).  It gives a  surface made of 










  Trichloro  (1H,1H,  2H,2H‐  perfluorooctyl)  Silane.  (TPS)    and  3‐(2‐
Aminoethylamino)propyltrimethoxysilane  (APTS) were used to treat surface to make  it 
hydrophobic  or  hydrophilic.  Also,  these  silanes  can  be  used  as  surface  adhesion 
promoters for AF Teflon.  In order to create a good adhesion surface for silane the glass 
samples were cleaned with the 3 solvents and fuming nitric acid. Then they were dipped 
into a solution at 90 % eth and  saturated  in KOH. This  insures  silanol  function groups 
bind with  silane and  increases  the covering of  the  surface. Oxygen plasma ashing will 
have the same effect. 
Two methods exist to coat the surface with silane : 
– First  by  diluting  silane  in  Eth. Water  acts  by  polymerizing  silane  so  Eth 
chromatography  grade  is  necessary.  The  sample  is  then  dipped  into  the 








in  an  enclosed  system.  Contact  angle  is  reported  and  various  technic  was  used  to 
measured  it.  Figure  7‐10  displays  two  contact  angles  (extreme  hydrophobic  and 

























  The design used  for electromechanical actuation of droplets by  an AC  field  is 






thinnest possible hydrophobic  layer  (an  insulator  itself). The electrodes  are 20 nm of 
















  The  following  series  of  photos  (Figure  7‐12)  shows  the  finger  of  liquid  being 
pulled from the droplet and when the polarization is removed the droplet forming. This 
sample  used  a  double  layer  of  spin  on  glass  and  a  double  coating  of  Teflon  and 






  We  can  observe  the  finger  of  DI water  pulled,  and when  the  polarization  is 
stopped the droplets form at the bumps as described before. Nevertheless, it seems the 
40 ms 80 ms
120 ms 160 ms




finger  is not extending  completely, and as  such  some major problems occur with  the 
dispensing of  the  rivulet before  the droplet  formation  can occur.    In many  cases  the 
rivulet  extension  was  inhibited much  earlier  in  the  process,  and  higher  and  higher 
voltages  were  required  to  get  reasonable  extension  for  droplet  formation.    As  a 
consequence,  dielectric  breakdown  would  often  occur  before  successful  droplet 
formation could be obtained.   This breakdown  is an  irreversible process, and was not 
reproducible  (even  for  samples prepared under nominally  identical conditions) and so 
an investigation of the dielectric breakdown phenomenon itself was undertaken. 
Improving the dielectric breakdown. 
  The preliminary experience showed a high  rate of  failure and almost constant 
destruction of the electrodes  irrespective of the electrode size as we will discuss  later. 
The  droplet  seems  boiling,  but  it  is  unclear  if  it  is  due  to  heating  as  a  result  of  the 
intense voltage applied or due  to ohmic conduction.  It  shows  total destruction of  the 













be  the mechanism  responsible  for  the breakdown. Also,  only  300  nm was  deposited 
which  can  be  too  thin  and  therefore  longer  deposition  could  be  necessary  with 
annealing step to repair the defects. The advantage of using silicon dioxide is to be able 
to use SAMs  such as  trichlorooctoperfluorosilane  that  covalent bind  to  the  surface of 
silicon dioxide  
 110
  Nevertheless,  no  samples  showed  any  actuation without  breakdown  (with  or 
without droplet creation). It occurs above 290 Vrms which is too high for the dielectric to 
cope.  It seems as well  that  the  rivulets/droplets move by a  ratchet movement, which 
indicates that they propagate until they encounter a pinning point, making  it harder to 
move  [89] and  therefore  requiring a higher  field  to overcome  the problem. A  surface 
analysis by AFM showed a wave  like structure  that  is believed  to be coming  from  the 





  Also,  the  permittivity  of  SiO2  is  low  (4.7)  which  results  in  a  higher  field 
concentration which  in  return  could  lead  to  local  dielectric  breakdown  and  cracking 
allowing liquid to permeate. TiO2 on its rutile (tetrahedral) phase has a permittivity of 80 
which would match  the  permittivity  of  the water.  It’s  been  reported  also  that  high 
permittivity  sandwich between  two other  layer  improves  the dielectric breakdown of 
the system [80, 90].  
Table 7‐2 display values of dielectric breakdown with or without the parent droplet left 








  Some  preliminary  deposition  was  achieved  to  test  the  TiO2  structure  and 












Teflon  250  250  no 
SOG+Teflon  none * 260 no
SOG+APTS  none * 260 yes
SU8  none *  240  no 
PR  250  230  no 
SiO2/teflon  none *  250  no 
TiO2/teflon  none * 250 yes












  The  relative permittivity  is calculated assuming a planar  capacitor. The  results 
are approximate since  it  is difficult to measure the exact area used and to exclude the 
fringing  field. The trend show an  increase  in the  relative permittivity without reaching 
the  rutile  form which as a relative permittivity of 80. We assume this  is a mixed  form 
and  the  εr measured  is  the  result of several crystalline  form. The  literature advises an 
annealing under O2 for several hours at 1000 °C. The Pyrex substrate will never subsist 
under such a temperature and therefore other substrates are required like quartz.  
  To  conclude,  actuation  occurs  but  at  too  high  voltage  which  result  in  the 




best  result  although  it  is  certain  that  the  dielectric  used  showed  weakness  and 
experiments  proved  the  occurrence  of  pinholes  and  dielectric  breakdown.  The 
destruction  of  the  electrodes  occured  between  200  Vrms  and  300  Vrms.  Several  other 
factors  can  explain  the  destruction.  The  SOG  is  a  sol  gel,  therefore  the  removal  of 
solvent by baking  can  leave pores  and pinholes.  Furthermore  at  the  200 °C  bake  the 
cross linking is partial. A droplet of copper sulfate was deposited on the surface of a 200 
nm  layer of  SOG  and  a 200 nm  layer of AF  Teflon on  top. Nucleation of  copper was 
observed (when copper sulfate was added to the droplet) above the Spin on glass which 
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The  voltage  applied  is  high  about  300  Vrms.  The Dielectric  breakdown  for  the  SOG  is 
3 MV/cm. The SOG is also used for planarizing the surface, hence since we have 160 nm 
of metal on top of the surface and we are spinning 200 nm of SOG we should have only 



















reach  breakdown  on  the  SOG  and  therefore  the  catastrophic  results.  Annealing  AF 




not  enough  repeatable  to  do  consecutive  liquid  actuation  and  particle  DEP. 
Nevertheless,  particle  DEP  was  achieved  separately  with  yeast  cells  in  1  mM  of  
Mannitol on  the  surface of  the electrode which open  the potential  for distribution of 
droplet that contain cell followed by DEP trapping. We can imagine then other protocols 
of  testing on such an  isolated cell. Several experiments were achieved  to observe  the 
patterning of hydrophobic and hydrophilic surfaces. The most obvious was by observing 




Although  the  success  is all  relative,  this  is  the preliminary work necessary  to obtain a 
dedicated digital fluidic system. More work is necessary especially on the material side. 
  Digital microfluidics displays a real potential to operate with minute amounts of 










and  colloids  These  are  two  radically  different  approaches  but  all  based  on 
macrofabricated devices. Both systems wered designed to trap cells and displace liquid 
which was achieved  in both  cases. The DEP  chromatograph  separated by  size PBMCs 
and  show  the  separation  of  THP1  and  PBMCs.  Digital  microfluidic  sytems  showed 
trapping of yeast cells [92].  
  Several fabrication method were  investigated  including SU8, dry film resist, PR, 
polyimide  and  the  bonding  of  such  system was  also  described.  It  show  that  dry  film 
resist is ideal for rapid prototyping but SU8 and polyimide have the best profiles.  




probably  less  affected  by  the  geometry  as  it  is  related  to  its  material  intrinsic  
electrochemical properties. All material shows reversal at lower frequency and it seems 
to be subjected strong electrochemical reaction.  
  Electrochemically we  found strong evidence of a correlation between the  fluid 
flow reversal and the oxido‐reduction that the metal  is going through. Also we related 
the oxidation of virgin electrodes  to  transient effect on  first  time used. The  regain of 
oxidation when  the media  is  re‐introduce  showed  the modification of  the electrolyte 
content of the liquid in low volume systems, which is the case our chip. 











remains  highly  interesting  for  colloidal manipulation  because  of  its  scalability  and  its 
measurable effect in both frequency and amplitude. 
  The liquid DEP actuation had shown the difficulty of bringing together fluid and 





such  that  voltage  drop  could  be  locally  above  the  critical  dielectric  breakdown. Also, 
polymeric  resists  have  pores  created  under  excitation  which  could  lead  to  the 
permeation  of  water  and  dielectric  breakdown.  Since  the  system  is  dynamic  some 









solves. On  the  two directions undertaken several work as  to be done on  the material 





Material  like Pt and other more  inert system should be a focus for  investigation of the 
electrochemical conditions. Also higher salt concentration and diverse geometries could 
find application in other fields than biology. 






capacitance with higher permittivity  such  as  titanium oxides,  tantalum oxides or PZT. 
This  could  be  sandwiched  in  high‐low  permittivity  system  such  as  the  dielectric 
breakdown  is much  lower than the actuation potential. Strong covalently bonded SAM 
at the surface would be the necessary thin hydrophobic interface with the droplets. 
  Obtaining reliable digital droplet systems has the potential to operate minuscule 
amounts of liquid for biological assays. In turn, it would guarantee a faster treatment of 
routine assays with a tremendous reduction of expensive reagents. 
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